MAYO CLINIC .
Q’W Mayo Medical Laboratories Laboratory Service Report 1-800-533-1710
Patient Name Patient ID Age Gender |Order #
SAMPLEREPORT,FMTCP NORMAL SA00065536 28 F SA00065536
Ordering Phys DOB
CLIENT,CLIENT 05/23/1985
Client Order # Account Information Report Notes
SA00065536
Collected C7028846-DLMP Rochester
02/06/2014 00:00 SDSC 2 - Client Support
Printed Rochester, MN 55901
03/14/2014 11:52
Reference Perform
Test Flag Results Unit Value Site*
Mycobact. tuberculosis Complex
RECEIVED: 02/07/2014 11:20 REPORTED: 02/27/2014 14:41
Non-Respiratory Source EDTA BLOOD Y09
6
MTB Complex, PCR NOT DETECTED NOT DETECTED Y09
6

This test should not be used as a substitute for culture.
It should be used as an adjunct to culture.

The method used in this test is Real-Time PCR of the IS 6110
locus of the M. tuberculosis complex.

This test was developed and its performance characteristics
have been determined by Quest Diagnostics Nichols Institute,
San Juan Capistrano. It has not been cleared or approved by
the U.S. Food and Drug Administration. Performance
characteristics refer to the analytical performance of the
test. This test should not be used for diagnosis without
confirmation by other medically established means.

* Performing Site:

Y096

Quest Diagnostics Nichols Institute
33608 Ortega Highway San Juan Capistrano, CA 92690-6130

Lab Director:

Patient Name
SAMPLEREPORT,FMTCP NORMAL

Collection Date and Time
02/06/2014 00:00

Report Status
Final
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** End of Report **

* Report times for Mayo performed tests are CST/CDT




